Background {#Sec1}
==========

Malaria continues to be a serious threat, responsible for approximately 435,000 deaths in 2017 \[[@CR1]\]. Since infection with *Plasmodium* parasites causes clinical presentation indistinguishable from other fever-causing pathogens, rapid, accurate diagnosis is a crucial component of effective case management \[[@CR2]\]. While microscopy once formed the cornerstone of parasite-based malaria diagnosis \[[@CR2]\], most diagnosis was based on inaccurate clinical assessment. The advent of antigen-detecting point-of-care rapid diagnostic tests (RDTs) changed the landscape of diagnostic testing. RDTs are immunochromatographic lateral flow devices offering qualitative diagnosis, based on detection of parasite antigens in patient blood, such as histidine rich protein 2 (HRP2) expressed by *Plasmodium falciparum* and/or *Plasmodium* lactate dehydrogenase (pLDH) expressed by all human malaria species \[[@CR3]\]. RDTs attracted interest since they offer accurate diagnosis while circumventing obstacles faced when using microscopy in peripheral health care settings, including cost of equipment, unstable reagents, and the need for electricity and skilled personnel (2). RDTs are relatively easy to use and provide a rapid time to result (\< 30 min) \[[@CR3]\].

The first malaria RDTs emerged in the early 1990s \[[@CR4]\], and the World Health Organization (WHO) held its first meeting on rapid diagnostic testing in 1999 \[[@CR2]\]. While adoption was slow, reports suggested they could be a useful tool \[[@CR5]\]. Rapid expansion in the number of products occurred by the early 2000s. However, reports of variable field performance underscored the need to develop guidance to aid national malaria programmes on RDT procurement and implementation \[[@CR6]--[@CR8]\]. Concern regarding weak in vitro diagnostic (IVD) regulation in many endemic countries, combined with the absence of an independent evaluation process, and lack of product validation standards, led the WHO and other agencies to create an international RDT quality control programme for malaria RDTs \[[@CR2]\], focussed around independent product testing and lot testing.

Development of the WHO RDT evaluation programme (product testing and lot testing) {#Sec2}
=================================================================================

Development of a coordinated effort to quality control malaria RDTs pre-purchase (product testing) and post-purchase (lot testing) began in 2002 at the WHO Regional Office for the Western Pacific (WPRO) as a collaboration with the Special Programme for Research and Training in Tropical Diseases (TDR) and the WHO Roll Back Malaria Programme. In 2003 WPRO convened a multi-partner consultation including the Philippines Research Institute for Tropical Medicine (RITM), the Institut Pasteur du Cambodge (IPC)/Cambodian National Malaria Centre (CNM), TDR, WHO-RBM, US Centers for Disease Control and Prevention (CDC), and the Hospital for Tropical Diseases (HTD) \[[@CR9]\]. Subsequently, standard operating procedures (SOPs) were developed, and collection of wild type *P. falciparum* and *Plasmodium vivax* samples was undertaken in 12 countries in Africa, Asia, and South America \[[@CR10]\]. Samples were characterized by microscopy and polymerase chain reaction (PCR), followed by ELISA-based quantification of the parasite antigens HRP2, pLDH and aldolase. Only samples that contained monoinfections with *P. falciparum* and *P. vivax* and had antigen above a minimum threshold consistent with clinical infection were included \[[@CR9], [@CR11]\].

After 4 years of development, specimen collection and piloting, in 2007, the WHO and the Foundation for Innovative New Diagnostics (FIND) implemented lot testing services (testing a sample of a production lot) on a limited basis at RITM and IPC/CNM. Soon after, WPRO issued recommendations that procurers only purchase products manufactured under the ISO 13485 standard, and submit a sample from each production lot, for lot-testing. However, comparative performance assessment was still needed to guide initial procurement decisions. Therefore, in 2008, the WHO invited ISO 13485-certified manufacturers to participate in the first round of 'product testing' to be conducted at the CDC, which assessed detection accuracy, reliability, and heat stability of commercially available RDTs, against a large panel of *P. falciparum*, *P. vivax* and negative samples, to enable WHO to develop evidence-based recommendations on product selection (Fig. [1](#Fig1){ref-type="fig"}) \[[@CR12]\]. Following consultations in 2009, the WHO established minimum recommended procurement criteria based on these product performance evaluations and compliance with ISO 13485. A panel detection score (PDS) of ≥ 50% was recommended against the 200 parasites/μL density for *P. falciparum* and *P. vivax*, ideally higher in low-transmission settings. A false positive rate of \< 10% and invalid rate of \< 5% was recommended in all transmission settings. Criteria were tightened in 2012 by the WHO Malaria Policy Advisory Committee (MPAC) to a PDS of ≥ 75% against the 200 parasites/μL density for both species in all transmission settings \[[@CR13]\].Fig. 1Timeline for WHO malaria RDT product testing program (PT). Number of products tested in each round, along with number of expressions of interest (italics). Solid blue arrows represent start of product testing round; open blue arrows represent response to corresponding expression of interest for rounds where expressions of interest exceeded testing capacity. *WPRO* WHO Regional Office for the Western Pacific, *RITM* Research Institute for Tropical Medicine, *HTD* Hospital for Tropical Diseases, *IPC/CNM* Institut Pasteur du Cambodge/Cambodian National Malaria Centre, *KEMRI* Kenya Medical Research Institute, *TDR* Special Programme for Research and Training in Tropical Diseases, *CDC* US Centers for Disease Control and Prevention, *MPAC* Malaria Policy Advisory Committee

Overview of product testing procedures {#Sec3}
======================================

Prior to each round of product testing, WHO issued a call for expression of interest to invite manufacturers to submit products for assessment. Manufacturers must have had a valid ISO 13485:2003 certificate to participate, and those accepted needed to submit more than 1000 RDTs from 2 lots, for each product. Evaluation was performed using cryo-preserved blood samples, with testing divided into two phases. During Phase 1, products were screened against 20 cultured *P. falciparum* parasites diluted in whole blood to 200 parasites/µL, with each sample being tested on two RDTs from each lot. A higher density of 2000 parasites/µL was also tested on one RDT from each lot. Products needed to meet a PDS of ≥ 80% against the 2000 parasites/µL density samples to proceed to Phase 2.

The Phase 2 panel comprised approximately 100 wild-type *P. falciparum* samples consisting of paired dilutions at 200, and 2000 parasites/µL, (or 5000 parasites/µL, in early panel iterations), 35 wild type *P. vivax* pairs, and 100 microscopy and PCR malaria negative samples from transmission-free populations with no recent history of exposure to malaria and half containing no known pathogens or immunological factors (clean negatives), and the other half containing pathogen and immunological factor-containing blood (dirty negatives). When wild type samples were depleted following a testing round they were replaced with new samples ensuring no statistical difference in the distribution of panel antigen concentration between rounds \[[@CR10]\].

During evaluation, RDT results were read by two trained personnel; the first reader determined results at the minimum manufacturer stated time and the second reader as soon as possible thereafter (\< 30 min). The second reader was blinded to results from the first read. Test line intensity was recorded on a scale of 0 (no band) to 4 (strong band) using standard colour charts, with intensities 1--4 classified as positive. The PDS was used as the performance measure to score products in each phase. Since Phase 1 acted as a screening step, only PDS measured in Phase 2 was used for product assessment. Results from the first read were used to determine PDS.

The PDS measure was developed to reflect both product sensitivity and reproducibility. It required all four tests, two from each of two manufacturing lots, against the same sample (at 200 parasites/µL) to be positive to register as "detecting" the sample, and quantifies the percentage of samples the product detected (Fig. [2](#Fig2){ref-type="fig"}). Thus it formed a more stringent measure than the more traditional measure of sensitivity.Fig. 2Classification of detected and undetected 200 parasite/µL samples(Adapted from the round 6 product testing report \[[@CR33]\])

Product false positive rate was reported, (i) overall, (ii) against each type of negative specimen, and (iii) as incorrect species detection. An invalid rate was reported for all products, with an invalid test defined as an absence of control line at the time of reading. Invalid tests were not repeated during product testing.

Uptake of invitation to participate in WHO product testing program {#Sec4}
==================================================================

The number of requests from manufacturers to submit products for testing generally increased over the eight rounds (Fig. [1](#Fig1){ref-type="fig"}). In five of the eight rounds the demand for testing exceeded the capacity of the testing laboratory and therefore each manufacturer was permitted to submit a limited number of products. In some cases manufacturers withdrew initial interest and, therefore, the final number of products tested in each round differed from the original expression of interest (Fig. [1](#Fig1){ref-type="fig"}, Table [1](#Tab1){ref-type="table"}).Table 1Composition of products accepted to each round of testingRDT typeTarget antigen(s)PDS speciesRound (and year of testing)1 (2008)2 (2009)3 (2010--2011)4 (2012)5 (2013)6 (2014--2015)7 (2015--2016)8 (2016--2018)Pf onlyHRP2, Pf-LDHPf16815119121910Pf/panHRP2 or Pf,-LDH and Pan-LDH or aldolasePf and Pv216241825131411Pf/Pv (or Pvom)HRP2 or Pf-LDH and Pv-LDH or Pvom-LDHPf and Pv186186161211Pf, Pf and PvHRP2, Pf-LDH and Pv-LDHPf and Pv00000001Pf/Pv/panHRP2, Pv-LDH and Pan-LDHPf and Pv02200010pan onlyPan-LDH or pan-aldolasePf and Pv34312002Pv onlyPv-LDHPv01000000Total4129504842414635Pf = *P. falciparum*, pan = pan specific for all malaria species, Pv = *P. vivax*, Pvom = *P. vivax, P. ovale, P. malariae*. PDS species refers to the parasite species this product was tested against, for which there is a panel detection score

In total 332 products were evaluated over the eight rounds of testing; 227 were unique \[[@CR14]\], with the remainder (105) being resubmitted products that had been evaluated in previous rounds (Fig. [1](#Fig1){ref-type="fig"}). While some manufacturers voluntarily resubmitted products, compulsory re-testing was introduced in Round 5 to ensure products were re-evaluated at least every 5 years. This repeat assessment confirmed performance was maintained over time. Only the most recent results were included in the published WHO performance measures. Products not re-submitted to compulsory testing were removed from subsequent performance reports \[[@CR10]\], the associated WHO information note, and the online database of results. Overall 33 products were assessed twice, 21 were evaluated three times, and five, two and one products were assessed four, five, and six times, respectively \[[@CR10]\].

Trends in results from WHO product testing {#Sec5}
==========================================

Panel detection score {#Sec6}
---------------------

Over the years of the programme, a trend of increasing PDS was observed among *P. falciparum* detecting RDTs with just under half (43.9%, 18/41) the products having PDS ≥ 75% in Round 1 compared to 88.2% (30/34) in Round 8 (Fig. [3](#Fig3){ref-type="fig"}a). For *P. vivax*, 24.0% (6/25) of Round 1 products had a PDS ≥ 75%, which increased to 91.7% (22/24) in Round 8 (Fig. [3](#Fig3){ref-type="fig"}b).Fig. 3Proportion of *P. falciparum* detecting (top) and *P. vivax* detecting (bottom) products in each panel detection score category in rounds 1--8 of product testing. Bars are shaded according to the product PDS: white represents \< 50%, grey: 50--74% and black, ≥ 75% (which meets the WHO recommended performance criteria). *Rd* round

False positivity and invalid rates {#Sec7}
----------------------------------

The false positivity rates on clean negative samples varied between rounds (Fig. [4](#Fig4){ref-type="fig"}). The proportion of products with a high false positive rate (\> 10%) increased between Rounds 1--5 with 19% (8/42) of Round 5 products having \> 10% false positive rate. By Round 8, this trend reversed with just 5.9% (2/34) products obtaining \> 10% false positive rate. The number of products with a high invalid rate was low overall; only two products had invalid rates \> 5%.Fig. 4False positivity rates for products submitted to rounds 1--8. Bars are shaded according to the product false positivity rate on clean negative samples: white represents ≥ 10%, light grey: 5--9%, dark grey 2--4% and black \< 2%. Only products ≥ 10% (white bars) do not meet the WHO performance criteria. *Rd* round

Products meeting all WHO recommended performance criteria {#Sec8}
---------------------------------------------------------

As of Round 8, 89 products have met all three performance criteria, including 36 *P. falciparum*, 26 *P. falciparum* and pan, 21 *P. falciparum* and *P. vivax*/Pvom (*vivax, malariae, ovale*), 4 pan only, one product detecting *P. falciparum* on one line with a separate line detecting *P. falciparum* and *P. vivax* together and one product detecting *P. falciparum* on one line with a separate line detecting *P. vivax* and pan.. Between Rounds 1--8, the proportion of products eligible for procurement based on performance indicators more than tripled from approximately 25% to \> 80% (Fig. [5](#Fig5){ref-type="fig"}). Since combination RDTs detecting both *P. falciparum* and *P. vivax* must have a PDS meeting the WHO criteria for both species, a lower proportion of combination RDTs tend to meet the performance criteria.Fig. 5Proportion of products fulfilling WHO recommended performance criteria in each round of evaluation. Separate lines are shown for *P. falciparum* only detecting products (black circles), and combination products (red squares). One pan-only RDT assessed in Round 2, two pan-only RDTs evaluated in Round 5, two pan-only RDTs evaluated in Round 8, and one *P. vivax*-only RDT assessed in Round 2 met the WHO procurement criteria, but are not included in the figure. *Rd* round. Products are assessed against *P. falciparum* and *P. vivax* samples diluted to 200 parasites/µL

Compulsory retesting {#Sec9}
--------------------

Twenty-two, 19, 30 and 27 products were due for compulsory resubmission in Rounds 5 through 8. However, only 19 of these were actually resubmitted; 10 in Round 5, two in Round 6, five in Round 7 and two in Round 8. Results from the first and last evaluations are summarized in Table [2](#Tab2){ref-type="table"}. Among the 19 compulsory resubmitted products, the *P. falciparum* PDS significantly decreased with a median change of 6.8% (IQR: 2.5--8.4; Wilcoxon Signed Rank Test, p = 0.006). Only eight of these 19 products detected *P. vivax*, and all except one were above the recommended PDS threshold of ≥ 75%. There was no significant change in the *P. vivax* PDS (median change = − 0.4%, IQR: − 10.0 to 5.4; Wilcoxon Signed Rank Test, p = 0.273). Overall there was a significant decrease in median false positive rate of 1.6% (IQR: 0--2.6, Wilcoxon Signed Rank Test, p = 0.033). Seventeen out of 19 products met the procurement criteria on either initial or repeat evaluation, with 12 meeting the criteria at both evaluation points.Table 2Change in panel detection score and clean negative false positivity rate for voluntarily and compulsorily resubmitted products (rounds 1--8)ProductCatalogue numberType of submissionFirst testLast testChange between first and last testMet all WHO procurement criteriaRdPf PDS (%)Pv PDS (%)FP (%)RdPf PDS (%)Pv PDS (%)FP (%)Pf PDS (%)Pv PDS (%)FP (%)1st testLast testAdvanced Quality™ One Step Malaria Pf TestITP11002TC1/TC40C157.0N/A16.1553.0N/A7.7− 4.0N/A− 8.4NoNoAdvanced Quality™ One Step Malaria Pf TestITP11002TC1/TC40V553.0N/A7.7793.0N/A0.440.0N/A− 7.3NoYesAdvanced Quality™ One Step Malaria (Pf/Pv) Tri-line Test (whole blood)ITP11003 TC40V386.90.018.5792.097.10.45.197.1− 18.1NoYesAdvantage Mal CardIR221025C162.0100.04.2530.094.30.4− 32.0− 5.7− 3.8NoNoAdvantage P.f. Malaria CardIR016025C197.5N/A0.0589.0N/A0.0− 8.5N/A0.0YesYesAdvantage Pan Malaria CardIR013025C172.2100.01.8577.0100.00.44.80.0− 1.4NoYesAsan Easy Test^®^ Malaria Pf/Pan AgAM4650-KV581.034.30.4788.0100.01.37.065.70.9NoYesBIONOTE MALARIA P.f. Ag Rapid Test KitRG19-11V385.9N/A2.0688.0N/A0.52.1N/A− 1.5YesYesBIONOTE MALARIA P.f & Pan Ag Rapid Test KitRG19-08V393.988.63.0683.068.60.5− 10.9− 20.0− 2.5YesNoBioTracer™ Malaria P.f/PAN Rapid Card17,012V577.077.10.4796.097.10.919.020.00.5YesYesCareStart™ Malaria HRP2 (Pf)RMOM-02571^b^C198.7N/A2.4591.0N/A0.9− 7.7N/A− 1.5YesYesCareStart™ Malaria HRP2 (Pf)RMOM-02571^b^V591.0N/A0.9892.0N/A0.01.0N/A− 0.9YesYesCareStart™ Malaria HRP2/pLDH PfRMPM-02571^e^C298.0N/A3.0691.0N/A0.0− 7.0N/A− 3.0YesYesCareStart™ Malaria HRP2/pLDH PfRMPM-02571^e^V691.0N/A0.0896.0N/A0.05.0N/A0.0YesYesCareStart™ Malaria HRP2/pLDH (Pf/PAN) COMBORMRM-02571^d^C197.590.03.0590.094.30.4− 7.54.3− 2.6YesYesCareStart™ Malaria HRP2/pLDH (Pf/PAN) COMBORMRM-02571^d^V590.094.30.4887.094.30.0− 3.00.0− 0.4YesYesCareStart Malaria HRP2/pLDH (Pf/Pv) COMBORMVM-02571^a^V290.090.00.5887.0100.00.0− 3.010.0− 0.5YesYesCareStart Malaria HRP2/pLDH (Pf/VOM) COMBORMWM-02571^c^V289.080.00.5489.891.20.00.811.2− 0.5YesYesCareStart Malaria HRP2/pLDH (Pf/VOM) COMBORMWM-02571^c^C489.891.20.0887.0100.00.0− 2.88.80.0YesYesCareStart™ Malaria pLDH (PAN)G0111C192.4100.06.6584.088.60.0− 8.4− 11.4− 6.6YesYesCareStart™ Malaria Pf/PAN (pLDH) Ag RDTRMLM-05071^f^C388.991.40.5773.00.01.7− 15.9− 91.4− 0.5YesNoCareStart™ Malaria Pf/PAN (pLDH) Ag RDTRMLM-05071^f^V773.00.01.7883.097.11.010.097.1− 0.7NoYesCareStart™ Malaria Screen RDTRMAM-05071 ^g^C386.988.62.5793.094.30.06.15.7− 2.5YesYesCareStart™ Malaria Pf (HRP2/pLDH) Ag Combo 3-line RDTRMSM-XXX7XV794.0N/A0.4882.0N/A0.5− 12.0N/A0.1YesYesdiagnosticks---Malaria (Pf)Cassette WBKMFC6001V259.0N/A7.0588.0N/A0.929.0N/A− 6.1NoYesEzDx™ Malaria Pan/Pf Rapid Test Detection kitRK MAL 001V476.511.83.5678.088.61.41.576.8− 2.1NoYesFalcivax Rapid Test for Malaria Pv/Pf (device)503010025^j^V292.045.04.5895.0100.00.53.055.0− 3.0NoYesFirst Response^®^ Malaria Ag Combo (pLDH/HRP2)I16FRC30V1100.075.03.6585.074.30.0− 15.0− 0.7− 3.6YesNoFirst Response Malaria Ag P. falciparum (HRP2) CardI13FRC30C1100.0N/A3.0595.0N/A0.4− 5.0N/A− 2.6YesYesFirst Response^®^ Malaria Ag. P.f./P.v. Card testPI19FRC25V685.071.40.5894.0100.01.09.028.60.5NoYesFirstSign™---ParaView (Pan + Pf) Malaria Test2101 CB-25V285.080.025.5487.861.82.62.8− 18.2− 22.9NoNoHumasis Malaria P.f/Pan Antigen TestAMAL-7025V4100.00.097.8590.091.40.9− 10.091.4− 96.9NoYesICT Malaria Dual TestML03V378.860.00.5785.031.41.36.2− 28.60.8NoNoICT Malaria Pf Cassette TestML01V182.3N/A0.6386.9N/A0.04.6N/A− 0.6YesYesICT Malaria Pf Cassette TestML01C386.9N/A0.0794.0N/A1.77.1N/A1.7YesYesICT Malaria Combo Cassette TestML02V186.10.00.6476.55.90.4− 9.65.9− 0.2NoNoIMMUNOQUICK^®^ MALARIA falciparum0502_K25C191.1N/A0.6572.0N/A5.1− 19.1N/A4.5YesNoMalaria pf (HRP II)/(PAN-LDH) Antigen Detection TestMFV-124RV177.230.09.5395.00.05.517.8− 30.0− 4.0NoNoMalaria pf (pLDH)/PAN-pLDH Test DeviceMFV-124V32.05.70.0541.08.681.339.02.981.3NoNoMalaria P.f./Pan Rapid Test CassetteIMPN-402V769.071.40.9863.091.40.5− 6.020.0− 0.4NoNoMalaria Rapid Combo/Clearview^®^ Malaria ComboVB11V187.310.07.7382.85.73.5− 4.5− 4.3− 4.2NoNoMalaria Rapid Dual/Clearview^®^ Malaria Dual TestVB20V176.05.010.1589.060.012.713.055.02.6NoNoMalaria Rapid Pf/Clearview^®^Malaria PfVB01V168.4N/A0.6584.0N/A5.115.6N/A4.5NoYesMalascan™ Device---Rapid test for Malaria Pf/Pan50,402,025V163.30.05.4382.857.11.019.557.1− 4.4NoNoMaleriscan^®^ Malaria P.f/PAN (Pv, Pm, Po) 3 Line Antigen TestMAT-PF/PAN-50V484.70.01.3584.062.93.0− 0.762.91.7NoNoNanoSign Malaria Pf/Pan AgRMAP10V377.80.00.5492.997.10.415.197.1− 0.1NoYesOne Step Malaria Pf Test (Cassette)522,352V237.0N/A0.5494.9N/A1.357.9N/A0.8NoYesOne Step Malaria P.f TestW37-CV360.6N/A0.0793.0N/A0.032.4N/A0.0NoYesOne Step Malaria P.f/P.v Whole Blood TestW056-CV587.028.62.1792.065.71.35.037.1− 0.8NoYesOne Step Malaria P.F/P.V Test (Cassette)523,352V450.00.01.3592.0100.077.142.0100.075.8NoNoOnsite Pf Ag Rapid TestR0114CV259.0N/A0.0675.0N/A0.016.0N/A0NoYesOnsite Malaria Pf/Pan Malaria Ag Rapid TestR0113CV263.020.00.0678.085.70.015.065.70NoYesOnsite Malaria Pf/Pv Ag Rapid TestR0112CV261.075.00.5674.080.00.013.05.0− 0.5NoNoOptiMAL-IT710,024V136.795.00.0350.597.12.013.82.12.0NoNoParabank™ Device---Rapid test for Malaria Pan50,301,025V11.330.03.0317.262.90.515.932.9− 2.5NoNoParacheck^®^ Pf Device---Rapid test for P. falciparum Malaria (Ver. 3)302030025 ^k^V154.4N/A1.2495.9N/A1.341.5N/A0.1NoYesParacheck^®^ Pf Device---Rapid test for P. falciparum Malaria (Ver. 3)302030025 ^k^C495.9N/A1.3894.0N/A3.4− 1.9N/A2.1YesYesParacheck^®^ Pf Dipstick---Rapid test for P. falciparum Malaria (Ver.3)30,302,025V174.7N/A7.2470.4N/A0.9− 4.3N/A− 6.3NoNoParaHIT^®^---f (Device)551C104-50 ^h^V139.2N/A0.0384.9N/A0.045.7N/A0.0NoYesParaHIT^®^ - f (Device)551C104-50 ^h^C384.9N/A0.0777.0N/A0.0− 7.9N/A0.0YesYesParaHIT^®^---f (Dipstick)551C103-50^i^V178.5N/A0.6380.8N/A2.52.3N/A1.9YesYesParaHIT^®^---f (Dipstick)551C103-50^i^C380.8N/A2.5774.0N/A0.0− 6.8N/A− 2.5YesNoParascreen™ Device---Rapid test for Malaria Pan/Pf503030025 ^l^V150.625.01.2891.094.30.540.469.3− 0.7NoYesQuickProfileTM Malaria Pf/Pv Antigen Test71,050V678.025.70.0779.088.622.91.062.922.9NoNoRapiGEN BIOCREDIT Malaria Ag Pf/Pan (HRPII/pLDH)C32RHA25^m^V577.077.14.7791.0100.03.914.022.9− 0.8YesYesSD BIOLINE Malaria Ag05FK40V129.150.01.8316.297.10.0− 12.947.1− 1.8NoNoSD Bioline Malaria Ag P.f (HRP2/pLDH)05FK90V387.9N/A2.0890.0N/A0.02.1N/A− 2.0YesYesSD BIOLINE Malaria Ag P.f/P.f/P.v05FK120V685.091.40.0889.097.10.04.05.70.0YesYesSD BIOLINE Malaria Ag P.f/Pan05FK60V196.235.01.2594.091.40.0− 2.256.4− 1.2NoYesSD Bioline Malaria Ag P.f/P.v05FK80C296.095.03.5692.094.31.9− 4.0− 0.7− 1.6YesYesSD BIOLINE Malaria Antigen05FK50C197.5N/A2.4595.0N/A0.0− 2.5N/A− 2.4YesYesWondfo One Step Malaria Pf/Pan Whole Blood TestW56-CV160.830.06.6337.485.74.1− 23.455.7− 2.5NoNoFirst and last submissions of the same type are compared*PDS* panel detection score, *FP* false positivity, *Rd* round, resubmission type: *V* voluntary, *C* compulsory, *N/A* not applicable. The following list is the former product codes which have since been updated as detailed in the table: ^a^G0161/G0161-ET, ^b^G0141/G0141-ET, ^c^G0171/G0171-ET, ^d^G0131/G0131-ET, ^e^G0181/G0181-ET, ^f^G0121, ^g^G0231, ^h^55IC102-10, ^I^5 55IC101-10, ^j^50,300,025, ^k^30301025, ^l^50310025, ^m^C30RHA25

Voluntary retesting {#Sec10}
-------------------

Of the 53 products voluntarily resubmitted, there was a significant improvement in mean *P. falciparum* PDS of 9.7% (95% CI 4.9--14.5%; paired t-test, p \< 0.001), and a non-significant decrease in the mean false positive rate of 0.1% (95% CI − 5.9 to 5.8%; paired t-test, p = 0.98). Among the 37 *P. vivax* detecting products, significant *P. vivax* PDS improvements were observed with a mean change of 35.5% (95% CI 22.8--48.3%; paired t-test, p \< 0.001). Fifteen products met the procurement criteria on initial evaluation, compared with 31 on repeat evaluation; 13 products met procurement criteria at both evaluation points.

Reflection on impacts of product testing programme {#Sec11}
==================================================

Spawned by challenges of field studies, weak IVD regulation, and the need to expand access to high quality malaria diagnosis, the WHO Malaria RDT Product Testing Programme has over the past decade generated performance data on 332 products. Through direct feedback to manufacturers and global stakeholder dissemination and communication efforts, the Round 1 report catalysed an evolution of malaria diagnostic testing by revealing a subset of high-performing products \[[@CR15]\]. This provided a pivotal body of evidence that supported the 2010 WHO Malaria Treatment Guidelines recommending RDTs as an acceptable alternative to microscopy. It was in fact on the basis of this data and reports of health worker competency at performing malaria RDTs \[[@CR16]\] that WHO evidence-based policy and procurement recommendations were developed \[[@CR13]\], which in turn informed major donor policies \[[@CR10], [@CR14], [@CR17]\].

The product testing results also provided detailed information for manufacturers which sometimes resulted in changes in the instructions for use (IFU). For instance, observations from Round 1 showed the results from the second RDT read were often better than the first read at the manufacturers' recommended reading time. This information was fed back to manufacturers, with many subsequently changing their IFU to increase the recommended reading times from 15 to 20 min.

The comprehensive testing protocol and transparent reporting of results not only facilitated product selection, but generated performance-based competition between manufacturers so as to capture a larger market share. A substantial improvement in test performance was associated with this, while prices have fallen \[[@CR18], [@CR19]\]. After 2010, when the WHO introduced a policy of parasite-based diagnosis by RDT or microscopy prior to treatment in all cases of suspected malaria \[[@CR17]\], there was an upsurge in the number of manufacturers interested in participating in product testing. Allowing manufacturers to voluntarily resubmit products for testing provided a unique opportunity to observe the evolution of improved development as manufacturers strived to improve products to demonstrate a high PDS.

Beyond positive changes in RDT performance, uptake and use in practice, there is evidence that the program has influenced the RDT marketplace. Specifically, FIND conducted a manufacturer survey which showed the proportion of RDTs sold with a PDS ≥ 75% more than doubled from 23% in 2007, to 57% in 2009 and tripled by 2010 to 78%, coinciding with the release of the first and second product testing reports \[[@CR20]\]. Driven by widespread compliance with WHO recommended performance criteria, this proportion further increased to 93% in 2014 \[[@CR21]\]. Similarly, data gathered from major public sector RDT procurers showed a market shift towards procurement of only high performing products; while products purchased in 2009 included several with a sizable market share that did not meet performance criteria, this proportion decreased each year and since 2014 almost 100% of procured products met WHO performance criteria \[[@CR19]\]. Furthermore, the market has consolidated around two suppliers who manufactured the highest-performing tests across several rounds of product testing \[[@CR10], [@CR18]\].

Between 2009 and 2019, all major public sector procurers have continuously had in place policies stating diagnostic test budgets can only be spent on RDTs that are recommended by the WHO. WHO recommendations on procurement of RDTs have evolved over the past decade being initially based on the results of product testing between 2009 and 2017, followed by a requirement for WHO prequalification for *P. falciparum*-only HRP2 RDTs in 2018 and also for RDT combination tests in 2019. An exception exists in which non-WHO prequalified RDTs, that meet performance criteria and specifically target non-HRP2 antigens, can be used in areas where *pfhrp2* deletions are prevalent as an interim measure \[[@CR14], [@CR22]--[@CR24]\]. Several manufacturers have achieved WHO prequalification status \[[@CR25]\]. The results of product testing, which constitutes the independent laboratory evaluation component of the prequalification process was used by the WHO PQ programme in prioritizing applications that include a product dossier, and manufacturing site inspection(s) to review the quality management system.

Lot testing {#Sec12}
===========

Lot performance variation is an issue for all diagnostics. The product testing program tested RDTs from two different lots selected and supplied by manufacturers. There is no guarantee that results for the two lots submitted for evaluation are representative of every subsequent lot. Therefore, the WHO recommends both proactive and reactive post market surveillance to identify sub-standard lots prior to and/or post field deployment and continues to support needs of the global community through centralized testing at the Research Institute of Tropical Medicine, Philippines and the WHO has supported local capacity development for lot verification for malaria RDTs in Nigeria (ANDI Centre of Excellence for Malaria diagnosis, University of Lagos) and India (National Institute of Malaria Research) \[[@CR26], [@CR27]\].

Conclusions {#Sec13}
===========

The objective of the WHO malaria RDT product testing programme was to provide independent comparative performance data to guide procurement decisions of UN agencies and WHO Member States. Through the close collaboration with FIND, CDC and several other partners, this objective has not only been repeatedly fulfilled, but the programme has influenced policy, clinical and manufacturer practice and helped shape the global market. Ultimately, it has driven improved product performance by establishing broadly accepted minimum performance criteria \[[@CR22], [@CR28], [@CR29]\], making reference materials available that match that benchmark \[[@CR30]\], and keeping the field open and regularly renewed, to encourage innovation and a competitive market. Since the programmes inception, an estimated 1.3 billion RDTs were procured in the public sector without any verified case of large-scale product/lot failure of WHO recommended products.

The RDT evaluation programme also served as a model for establishing and ensuring performance standards for RDTs detecting other diseases. To date, a leishmaniasis \[[@CR31]\] and Ebola \[[@CR32]\] RDT evaluation programme have been established using protocols adapted from malaria product testing. While significant gains have been made, there are still areas requiring attention to ensure effective case management, such as assessing RDT performance against *Plasmodium malariae*, *Plasmodium ovale* and *Plasmodium knowlesi*, and *P. falciparum* lacking HRP2.
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